Left recurrent laryngeal nerve palsy (LRLNP) after an endovascular procedure is rare. Here, we report about a 10-year-old boy with LRLNP after a left pulmonary artery (LPA) stent insertion.
FIG. 1.
Left pulmonary artery stenosis demonstrated by CT scan (A), echocardiography (B, C), and angiography before (D) and after (E) 10 mm stent insertion. Left recurrent laryngeal nerve palsy (LRLNP) after an endovascular procedure is rare. Here, we report about a 10-year-old boy with LRLNP after a left pulmonary artery (LPA) stent insertion.
Vocal Cord Palsy after Left
He received device closure for Patent ductus arteriosus (PDA) when he was 1-year-old and was transferred to our hospital for left pulmonary artery stenosis when he was 9-years-old without associated symptoms. Computed tomography (CT, Fig. 1A ) showed the LPA narrowed by the PDA device, a lung perfusion scan showed decreased left lung perfusion (right to left ratio: 75% to 25%), and echocardiography (Fig. 1B, C) showed LPA stenosis (peak velocity, 2.17 m/sec).
The LPA stenosis showed aggravation 1 year later (peak velocity, 2.43 m/sec) and the LPA stent insertion was performed under general anesthesia. LPA ballooning was done with a Boston MUSTANG 10 mm diameter sized balloon catheter and a EV3 stent, 10 mm diameter-17 mm length, was inserted in the LPA (Fig. 1D, E) . He continuously complained of hoarseness three weeks after the procedure. Both laryngoscopy and electromyography showed LRLNP. He still had hoarseness as of the 6 month follow-up. Because there have been only two cases of LRLNP after LPA stent insertion, 1,2 the risk factors are unknown. Tetralogy of Fallot (TOF) frequently accompanies LPA stenosis and vice versa. 3, 4 However, including our case, all three cases of LRLNP after LPA stent insertion were not
